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NOTE: A dirty probe tip may affect the accuracy of 
the thermometer. Therefore, before taking any 
measurement, ensure that the probe tip is clean. 

for consultation with your doctor.

Always observe basic safety precautions,

Do not touch the probe tip (lens) of the thermometer 
with a finger. Use a dry cotton bud to clean it, if 
necessary.

easy-to-use

The thermometer measures temperature from infrared 
energy emitted either by the eardrum (tympanic 
membrane) and its surrounding tissue or by the 
forehead skin at the temporal artery.

The thermometer does not send out any infrared 
signal.
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  10 for details.
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– for infants
reading:

– for children not more than 3 years old, who have a compromised 
immune system and for whom a knowledge of the presence or 
absence of fever is critical; and 

– if you are still learning how to use the thermometer.
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To go to the Clock/Room Temperature mode, press the SET 
Button.
NOTE: In this mode, the time and room temperature will be 
displayed alternately whenever the thermometer is left idle for 
more than 30 seconds after a measurement.
To go to the OFF mode, do not press any button but leave the 
thermometer idle. The thermometer will turn off automatically 
after 30 seconds.
NOTE: In this mode, the time and room temperature will be not 
displayed and the thermometer will turn off automatically 
whenever it is left idle for more than 30 seconds after a 
measurement.

If you wish to change from the OFF mode to the Clock/Room 
Temperature mode, press the Set Button repeatedly until you 
reach Step 9. At Step 9, select the desired mode.
If you wish to change from the Clock/Room Temperature 
mode to the OFF mode, press the Set Button once and then 
leave the thermometer idle. The thermometer will turn off 
automatically after 30 seconds.

The measurement unit mode will be activated.

will blink.

will blink.
will be activated.

will be activated.

(which indicates that the thermometer is ready).
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Wipe the body of the thermometer, excluding the probe tip (lens), with a 
clean, soft cloth moistened with alcohol.
NOTE: The thermometer is not waterproof, but the probe itself is 
splash-proof. Do not immerse the thermometer in water or any other 
liquid.
Clean the probe tip (lens) of the thermometer with a dry cotton bud.
NOTE: Always keep the probe tip clean, because buildup of earwax, 
dust and grease may affect the accuracy of the thermometer.

a newborn's ear.Do not

newborns.

turn off
Temperature

mode,

The memory mode will be activated and the latest 
temperature reading will be displayed.
Press the ON/Scan Button repeatedly to view the 
earlier records.
Leave the thermometer idle. After 30 seconds, the 
thermometer will display the time and room 
temperature alternately if you have set it to the 
Clock/Room Temperature mode in the HOW TO 
SET THE TIME, MEASUREMENT UNIT AND IDLE 
MODE section. Otherwise, it will turn off automati-
cally (OFF mode) after 30 seconds.

(which indicates that the thermometer is ready).
a beep



The Ear Scan measures temperature from infrared energy emitted by 
the eardrum (tympanic membrane) and its surrounding tissue.

The Forehead Scan measures temperature from infrared energy emitted 
by the forehead skin at the temporal artery.

usefulhis/her

           The above advice is not a substitute for consultation with your 
 doctor. 

"How to use CADI T560 
as an ear (a forehead) 
thermometer" to take 
temperature.

immediately.

doctor.

may



his/her ear

If the person is wearing an ear plug or a hearing aid,

If ear drops or medications have been introduced into 
one ear, take temperature from the other ear. 

If blood or drainage is found in the ear canal, do not 
take temperature from the ear.

, do not take temperature from the ear. 
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